A method for monitoring uterine activity in induced labour.
A system for the quantitative assessment of uterine activity during an oxytocin-induced labour has been developed. This has been achieved using relatively simple analogue techniques and can easily be used in the labour ward alongside existing monitoring equipment. Initial results indicate that a plateau of uterine activity can be easily recognised from the display and maintained at oxytocin dosage levels below those that might normally be used.